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PRUFTECHNIK

CERTIFICATE

Specific test report

{in accordance with DIN EN 10204]

Device Name VIB 5.310 Device Serial No. 33015

We hereby testify that this instrument and its accessories have been manufactured
according to our quality standards and have been tested according to the currently
applicable specifications.

‘The functionality, calibration, and workmanship have been found to conform to the
‘currently valid test criteria and within applicable tolerances.

‘The above instrument has been tested and calibrated on 2017-12-02.

‘The recommended calibration interval s 24 months.

Calibration / test equipment
Calimaster: VIB 2.251 SN:5

‘The used calibration / test equipment s traceable to national standards and calibrated regularly.
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